. Analytical sensitivity of the qORF89 test. Cq values for the FAM-labelled probe were generated using pORF89 DNA diluted from 10 5.7 to 5 copies (A) or from 50 to 0.5 copies (B), partially purified CyHV-3 viral DNA 10-fold serially diluted and run by itself (C) or added as exogenous DNA to tissue (D). Linear regression for A, C and D are shown in the insets. The limit of detection is indicated by the horizontal red line in B. . Cq values for the FAMlabelled probe were generated using 10-fold serially diluted DNA. Standard curves were generated using linear regression. Fig. S3 . Analytical repeatability of the qORF89 test with P1 and P3. Cq values for the FAM-labelled probe were generated with 25 ng of partially purified CyHV-3 DNA in 50 mg tissue (P1) or pORF89 DNA diluted from 10 3.7 to 5 copies (P3). Measurements were performed in replicates of three in 54 independent runs. Intraand inter-assay coefficient of variation for Cq values as well as the standard deviation and mean Cq values are presented for P1 and each dilution of P3 in the table. 
